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Thank you for purchasing the Safe Label System® 500i (SLS) 

Point of Care Station (PCS). 
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There is a known issue with 1.9.0 and newer software. If a 

multi-package update is installed on SLS, the wrong drug 

could be displayed on SLS. Refer to SLS Release Notes 901-

245-014, SLS AT File Manager Technical Brief 901-276-001 

and screen shot below for details on multi-package updates. 
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Use and send individual package updates (i.e., formulary, 

configuration, software) to SLS one at a time. All data is then 

correctly displayed.

Codonics apologizes for the inconvenience and will correct 

the issue in the next software release.
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If problems occur during media loading or operation, 

contact Codonics Technical Support at any time.

Phone: +1.440.243.1198

Email: support@codonics.com

Website: www.codonics.com

WARNING: Do NOT use or send multi-package 
updates to SLS either over the network or via USB 
install.

It is recommended that you resend your current 
formulary as an individual package to all SLSs to ensure 
that the issue doesn’t occur.


